SFUND RECORDS CTR

ICF | 5\ 2156439 '

CONSULTING

ICF Consulting / Laboratory Data Consultants
Environmental Services Assistance Team, Region 9

1337 South 46™ Street, Building 201, Richmond, CA 94804-4698
Phone: (510) 412-2300 Fax: (510) 412-2304 ’

MEMORANDUM

TO: ~ Chris Lichens, Remedial Project Manager
Site Cleanup Section 4, SFD-7-4 .

THROUGH: Rose Fong, ESAT Task Order Manager (TOM) €f
Quality Assurance (QA) Program, MTS-3

FROM: Doug Lindelof, Data Review Task Ma{nager Aj%é
' Region 9 Environmental Services Assistance Team (ESAT)

ESAT Contract No.: EP-W-06-041
Technical Direction Form No.: 00105001 .

DATE: June 29, 2006
SUBJECT:  Review of Analytical Data, Tier 3

Attached are comments resulting from ESAT ’R'egion 9 review of the following analytical data:

Site: Omega Chem QU2
Site Account No.: . 09.BC LAO2
CERCLIS ID No.: . CAD042245001
- Case No.: 32989
SDG No.: ~MYI1C21
Laboratory: - Ceimic Corporation (CEIMIC)
Analysis: CLP Dissolved Metals By ICP-AES
Samples: 16 Groundwater Samples (see Case Summary)
Collection Date: June 22, 23, and 24, 2004
! Reviewer: Stan Kott, ESAT/Laboratory Data Consultants

This report has been reviewed by the EPA TOM for the ESAT contract, whose signature appears
above.

If there are any questions; please contact Rdse Fong (QA Program/EPA) at (415) 972-3812.
Attachment
cc:  Jennie Han-Liu, CLP PO USEPA Region 1
- Steve Remaley, CLP PO USEPA Region 9
CLP PO: [ ] FYI [X] Action

SAMPLING ISSUES: [ ] Yes [X] No
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Data Validation Report

Case No.: 32989
SDG No.: MYI1C21 :
Site: Omega Chem OU2

Laboratory: Ceimic Corporation (CEIMIC)

Reviewer:
Date:

Stan Kott, ESAT/LDC
.June 29, 2006

1. CASE SUMMARY

Sample Information

Samples:

Concentration and Matrix:
Analysis:
SOW:

Collection Date:
Sample Receipt Date:
Preparation Date:
Analysis Date:-

Field QC

Field Blanks (FB):.

: Equipment Blanks (EB):
- Background Samples (BG):
Field Duplicates (D1):

Laboratory QC

Method Blanks & Associated Samples:
Matrix Spike:

Duplicates:

ICP Serial Dilution:

Analysis:

Analyte

MY1C21 through MY 1C28 and MY 1C30 through
MY1C37

Low Concentration Groundwater

CLP Dissolved Metals By ICP-AES

ILMO05.3 and Modification Reference Number
AES060304.0

June 22, 23, and 24, 2004

June 24, 2004

July 8, 2004

July 8 and 9, 2004

Not Provided
Not Provided
Not Provided
MY1C26 and MY1C27

Preparation Blank-Water (PBW) and samples
listed above
MY1C34S

"MY1C34D

MY1C34L
CLP Dissolved Metals By ICP-AES

Sample Preparation
and Digestion Date

Analysis Date

ICP-AES Metals
Percent Solids

CLP PO Action

July 8, 2004
Not Applicable

July 8 and 9, 2004
Not Applicable

The non-detected results for silver in all samples are rejected (R) since less than 50% of
the silver in the aqueous laboratory control sample (LCS) was recovered.

Sampling Issues

None.
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Additional Comments

Note that Ceimic Corporation laboratory is no longer in operation.

The samples in this SDG were analyzed for select metals (aluminum, calcium, iron,
magnesium, potassium, and sodium) plus boron and silicon by ICP-AES under Modified
Analysis Request (MAR), Modification Reference Number AES060304.0.

The laboratory was instructed by Region 9 to report elements scheduled for ICP-MS
analysis in SDG MY 1C22 in this SDG due to suspected matrix interferences and
carryovers that occurred during ICP-MS analysis. The laboratory also notes that only the
elements specified in Modification Reference Number AES060304.0 were included in
the matrix spike sample. (See Comment E and attached SDG Narrative.)

All samples were analyzed at a 3-fold dilution due to silicon concentrations that exceeded
the instrument’s linear range. No adverse effect on data quality is expected.

All method requirements specified in the EPA Contract Laboratory Program (CLP)
Inorganic Statement of Work (SOW), except as noted, have been met.

Analytical results are listed in Table 1A with qualifications. Definitions of data qualifiers
used in Table 1A are listed in Table 1B.

This report was prepared in accordance with the following documents:

+ Region9 Standard Operating Procedure 906, Guidelines for Data Review of Contract
Laboratory Program Analytical Services (CLPAS) Inorganic Data Packages;

*  Request for Quote for Modiﬁéd Analysis (SOW flexibility clause), Tracking Number:
1103.0, Modification Reference Number: AES060304.0, June 9, 2004,

o USEPA Contract Laboratory Program Statement of Work For Inorganic Analysis
Multi-Media, Multi-Concentration ILM05.3, March 2004; and

o USEPA Contract Laboratory Program National Functional Guidelines for Inorganic
Data Review, October 2004.
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II. VALIDATION SUMMARY
The data were evaluated based on the following parameters:

Parameter Acceptable Comment

1.  Data Completeness ' Yes
2. Sample Preservation and Holding Times - Yes
3.  Calibration _ Yes
~a. Initial

b. Initial and Continuing Cahbratlon Verification

¢. CRQL Check Standard (CRI) ‘
4. Blanks Yes C
5. ICP Interference Check Sample (ICS) Yes
6.  Laboratory Control Sample (LCS) No A
7. Duplicate Sample Analysis Yes
8. Matrix Spike Sample Analysis No E
9.  ICP Serial Dilution Analysis ' No D
10. ICP-MS Internal Standards ’ N/A
11.  Field Duplicate Sample Analysis , Yes
12.  Sample Quantitation i Yes B
13.  Overall Assessment o Yes :

N/A = Not Applicable

III. VALIDITY AND COMMENTS
A. The following non-detected results are rejected-and flagged "R" in Table 1A
- because an aqueous laboratory control sample (LCS) recovery result is outside
method QC limits.

« Silver in all samples

The percent recovery for silver is presented below and is based on an ideal recovery
of 100%.

Analyte % Recovery
Silver - _ 10

The results reported for silver in all samples are below the method detection limit
(MDL) and are considered unacceptable because less than 50% of silver in the
aqueous LCS was recovered. The low LCS recovery indicates an analytical
deficiency and false negatives may exist.

The purpose of the LCS is to wonitor the overall performance of all steps in the
analysis under ideal conditions, including sample preparation.

B. Results above the MDL but below the contract required quantitation limit (CRQL)
(denoted with an "L" qualifier) are estimated and flagged "J" in Table 1A.

Results above the MDL but below the CRQL are considered qualztattvely

acceptable but quantitatively unreliable due to uncertainties in the analytzcal
precision near the limit of quantitation.
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The following results are reponed as non-detected (U) in Table 1A due to low level
preparation blank (PBW) contamination.

e Aluminum in samples MY 1C23, MY1C24, MY 1C27, MY 1C35, and MY1C37
* Manganese in samples MY 1C24, MY 1C2S5, and MY 1C28

Aluminum (49.6 pg/L) and manganese (2.1 pg/L) were found in preparation blank
PBW. These results are greater than their respective MDLs but less than the
respective CRQLs. Sample results greater than or equal to the MDL but less than
the CRQL are reported as non-detected (U) at the respective CRQL.

A preparation blank is an analytical control that contains distilled, deionized water,
or baked sand for solid matrices, and reagents, which is carried through the entire
analytical procedure. The preparation blank is used to determine the level of
contamination introduced by the laboratory during preparation and analysis.

The following results are estimated and flagged "J" in Table 1A because an ICP
serial dilution result is outside method QC limits.

» Potassium in all samples

The percent difference for the ICP serial dilution analysis of sample MY 1C34L did
not meet the 10% criterion for potassium as shown below.

Analyte % Difference
Potassium -32

Results reported for potassium in all samples are considered quantitatively
uncertain. Chemical and physical interferences may exist due to sample matrix
effects. The result for the diluted sample was lower than the original. Therefore,
the reported potassium sample results may be biased high.

A five-fold dilution of the laboratory QC sample is performed in association with
- the ICP procedure to indicate whether interference exists due to sample matrix
effects. If the analyte concentration is sufficiently high (minimally a facior of 50
above the MDL in the original sample), the five fold serial dilution must agree
within 10% of the original results after correction for dilution.

Inadequate matrix-specific laboratory QC was performed for this SDG. The
Inorganic SOW states that at least one matrix spike sample analysis shall be
performed on each group of samples of a similar matrix type and concentration or
for each SDG. The laboratory performed one matrix spike sample analysis.
However, antimony, arsenic, barium, beryllium cadmium, chromium, cobalt,
copper, lead, manganese, nickel, selenium, silver, thallium, vanadium, and zinc
were not included in the matrix splke sample. The effect on data quality is not
-known.




Case No. :
Site :

Lab :
Reviewer :
Date :

OMEGA RECOVERY SERV. OU2
CEIMIC CORPORATION (CEIMIC)
Stan Kott, ESAT/LDC

ANALYTICAL RESULTS
Table 1A

QUALIFIED DATA
Concentration in ug/L

Analysis: Type :

Page 1 of 3

Low Concentration Groundwater Samples
For Dissolved Metals By ICP-AES

Station Location : 21 ]2
Sample ID : MY1C23 MY1C24 MY1C26 - D1 . D1 )
Collection Date : 6/22/2004 6/22/2004 612212004 6/23/2004 6/23/2004
PARAMETER Result Com [Result Val Val | Com [Result Val Val | Com
'ALUMINUM 200U 200U 200U C
ANTIMONY =] soou| e | eou] 4 soou] o | €x
ARSENIC ) se6L| J . BE sat| soLf J | BE
BARIUM- "~ 40,61 BE | 304 U 2r8l| J | B | s2a] J] ‘so3L| J | BE
BERYLLIUM 5.0U E soul J souf J e | souf 50U J E
Boron i T i O Bl ety e | s
CADMIUM ) E J J J E
CALCIUM 176000 . : R
CHROMIUM J E
COBALT ~ "7~ N
J E
o IO
3 E
MANGANESE J E
NICKEL -~ I |E
'POTASSIUM J | 8D
SELENIUM - 9| EE:
i _.1000° R | AE
_ ] 124000
THALLIUM = BREEY:R 130l 9| Be | 12aE| Ty 0] eET
VANADIUM 50.0U E J | Bee
7 60.00 ], JE I TES

Val - Validity. Re
Com - Comments. Refer to the Corresponding Section in the Narrative for each letter.
MDL - Method Detection Limit, N/A - Not Applicable, NA - Not Analyzed

fer to Data Quali

D1, D2, etc. - Field Duplicate Pairs
FB - Field Blank, EB - Equipment Blank, TB - Trip Blank, BG - Background Sample

CRAQL - Contract Required Quantitation Limit
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. ANALYTICAL RESULTS Page 2 of 3
Case No.: 32989 ‘ SDG No.: MY1C21 Table 1A :
Site : OMEGA RECOVERY SERV. OU2 ' )
Lab: CEIMIC CORPORATION (CEIMIC)

Reviewer : Stan Kott, ESAT/LDC QUALIFIED DATA " Analysis Type : Low Concentration Groundwater Samples
Date : June 29, 2006 . Concentration in ug/L . For Dissolved Metals By ICP-AES
Station Location : |25 . |26 ' 27 28 30 - 131 32
Sample ID : | MY1C28 MY1C30 MY1C31 MY1C32 MY1C33 MY1C34 MY1C35
Collection Date : | 6/23/2004 6/23/2004 6/23/2004 - 6/23/2004 6/23/2004 6/24/2004 6/24/2004
PARAMETER Result Val | Com |Result Val | Com [Result Val | Com |Resuit Val | Com |Result Val | Com [Result Val | Com
ALUMINUM 200U - 200U . 200U 200U 200U
ANTIMONY. 60.0U " _zeoou] "y | E | T e00u ] - eoou] ) E | s0ou] S
ARSENIC 7.2L 12.2 6.6L 8.8L BE 7.3L BE
BARUM . .583L __2a5L N INRECITH N =

BERVLLIUM 1. sou

5.0U
B SN N

5.5L J BE
soou| 3| €

_ | 208000 f
J E 174
J|.e.] soouf
J E

COPPER - E
IRON " 3 8.
LEAD E
MAGNESIUM | | R
MANGANESE E
NICKEL- . _E
POTASSIUM BD
SELENIUM -~ BE
SILICON

SILVER™" B _AE
SODIUM

THALLUM _BE
VANADIUM . E
ZINC.. | 600U} J . 60.007 :J U CE
Val - Validity. Refer to Data Qualifiers in Table 1B. ' D1, D2, etc. - Field Duplicate Pair?-

Com - Comments. Refer to the Corresponding Section in the Narrative for each letter. FB - Field Blank, EB - Equipment Blank, TB - Trip Blank, BG - Background Sample

MDL - Method Detection Limit, N/A - Not Applicable, NA - Not Analyzed ’ CRAQL - Contract Required Quantitation Limit



ANALYTICAL RESULTS

Page 3 of 3

Case No.: 32989 SDG No.: MY1C21 Table 1A
Site : OMEGA RECOVERY SERV. OU2 N
Lab: CEIMIC CORPORATION (CEIMIC) .
Reviewer : Stan Kott, ESAT/LDC " QUALIFIED DATA Analysis Type : Low Concentration Groundwater Samples
Date : June 29, 2006 Concentration in ug/L For Dissolved Metals By ICP-AES
Station Location : 33 34
Sample ID : | MY1C36 MY1C37 MDL CRQL
Collection Date : § 6/24/2004 6/24/2004
PARAMETER Result Val | Com JResult Val | Com JResult Val ]| Com |Result Val | Com |Result Val | Com |Result Val | Com [Result Val | Com
ALUMINUM 200U C 442 200 ) B
ANTIMONY .. 7"~ x| eoouly |E-|.00 | T XN N Rt '
ARSENIC E 88L| J BE 26 ] 10.0 ) i 3 N _
BARIUM . 7 I BE| eos ] JolBeE| o078 | | | 200 | i O = R e
BERYLLIUM E 5.0V J E 020 ! e .
BORON” B e ludeBe] s28 || 3} - e
CADMIUM E 0.48 )
cALCluM T o | 774 | - - - R I O T D e
CHROMIUM 0.87 o -
COBALT, _ - e ] S R I N o | P i
COPPER 1.1 _ » -
IRON 32 | I RS Y NG N
LEAD ) 44 )
MAGNESIUM = 282 | ) L
MANGANESE 2.0 _ )
NICKEL . T UL T Y RO SN U NS ERUETS I B
POTASSIUM 54.8 e
SELENIUM " - G B I ' ]
§ILICON . A
Toaon T sa ] A e - R
VANADIUM 15
o AT 156 - -

Com - Comments. Refer to the Corresponding Section in the Narrative for each letter.
MDL - Method Detection Limit, N/A - Not Applicable, NA - Not Analyzed

D1, D2, etc.

- Field Duplicate Pairs

FB - Field Blank, EB - Equipment Blank, TB - Trip Blank, BG - Background Sample

"CRAQL - Contract Required Quantitation Limit



TABLE 1B
DATA QUALIFIER DEFINITIONS FOR INORGANIC DATA REVIEW

The definitions of the fdllowing qhaliﬁers are prepared in accordance with the document USEPA
Contract Laboratory Program National Functional Guidelines for Inorganic Data Review,

.October 2004, : /
U The analyte was analyzed for, but was not detected above the level of the reported sample
- quantitation limit.
7 The result is an estimated quantity. The associated numerical value is the approximate
- concentration of the analyte in the sample. \
J+ The result is an estimated quantity, but the result may be biased high.
J- The result is an estimated quantity, but the result may be biased low.
R The data are unusable. The sample results are rejected due to serious deficiencies in
- meeting Quality Control (QC) criteria. The analyte may or may not be present in the
sample. - '
uJ The analyte was analyzed fbr, but was not detected. The reported quantitation limit is

approximate and may be inaccurate or imprecise.
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SDG Narrative ‘

Laboratory Name: Ceimic Corporation

Cuse No.: 32989 : : -
SDG No: MYIC2Y o '

Conigaet: G8WO2063 - Modification Tracking Number: 1103.0
Ceimic Praject No.: 040598 : '

'

The Tollowing 1LM05.3 (ICP-AE '~;;’MS) sixteen gmundwutcr samples wcn. n.Lcnful al CEIMIC
Corporation on June 24 and 25, I[I(M

EPA ID  Ceimic ID

MY1C26 040598-01

MY1C27 . 040598-02

MYIC2 ~ 040598-03

. MYIC30 ‘ 040598-04

MYICAI 040598-05

MYI1C32 040598-06

vy ‘ MY1C32 040548-07
' MY 121 S D40598-08
MYI1C22 D40598-09

MYI1C23 . D40598-10

MYI1C24 _ 04059811

_ MYIC25 o 040598-12

) MYI1C3H ' 040598-13
MYIC3E - D405YE-13

MYIC34 040398-13

MYIC3IS 4059814

MYI1C36 : 040598-15

MY I1C37 : o 040598-16

Comments pu Data Package
The samples in this SDG for Case 32989 were recaived for Tolal Metuls analysis by 1CP-
MS. Totab Aluminum, Culciom, bron, Magnesium, Sodium, Potagsium, Boran, amd
Silicon anadysis by 1CPSALES, Toual Mercury analysis by CVAAL -and Total Cyanide
analysis by antomate spectrophotametry. This SDG reports only the results of the 1CP-
AES analysis, '

SDG MYIC22 reports the ICP-MS analysis of these samples; however, due -
swspecied matris interferences and carrvovers, many non-compliances exist, Afier.
consultation with Sieve Remaley, the CLP Project Officer at EI'A. Region IX, the
LCP-AES analysis in this SDG (MY 1C21) will report all ICP-MS target-analytes in
addition to the eight requested analytes listed above, The VCP-MS analysis is still
reported as scheduted for SDG MY 122, ‘ " . - )
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g e e e .

The above samples were digested in accordance with the Inorganic Stamemient of Work

{SOW) 1LMO5.3, with modfications as listed in the Request for Quote for Modified
Analysis with Tracking Number 1103.0. A copy of the modifications is included
immediately after this SDG Narrutive,

When, ICP-AES raw data has been reprocesseil in-an DG, the words *Reprocessed on™
followed by ihe date and time of reprocessing will somelimes be printed in the header off
cach standard und sample raw dita report.” The word "Reprocessed” 1s uged when the
original sequence data is regencrated nfier it was collected and protessed with incorreet
information (such as sample information, standard nomenclature) or settings (such as
background correction, intemal standard, dilution factor. QC cancentralion, wrong 1EC
table, etc.) '

QMQC Samplm

“Matrix spike and duphcnle 'nnlysu. ~ a5 well as 1CP serial ditution - were performal on
sample MY 1C34 as indicated on the TrafTic Report / Chain of Custody. A post-digestion
spike was not required for this SDG. Only those elements originally requested for
1CP-AES annlysis - Al, Ca, Fe, Mg, K, Na, B, 8i - are included in the matrix spike
analysis. : . .

~

Obxerv-atmns

00105001-6723/32989/ MY1C21RPT

A "U" Mg in the C column on the snple result forms (Form LA-IN) indicates that the
cor_lccmmuon of that analyte in the sample is indetected at the experimentaily-determined

method detection limit (MDL}. If analytes are detected af ‘concenirations. belween the

Contrmet Required Quantitation Limit (CROL ) s the MDIL, a )" ﬂ.u., 15 shownan the C
mhm\n on the Form IA-IN, - L .

Th«. raw dnl.| for th MDL ,';ludv af Boron .md Slhcon 15 Ioc.ncd in SDG MY 1C04,

The. “N and "*" qualifiers do not apply to this SDG. The “E" qualifier applies fo-
Potassmm for high concentration difference between sample MY 1C34 and its serial
dilution. Silicon ig detected in all samples inthis SDG at concentrations exceeding the
::xpcrimcnm]ly-dclcnnih'ed linear range concemeation (10,000 up/l) of the ICP-AES
instrument. The sample digestates were reanalyzed at a didution; these reanalyses are

* denated by D" qualificr on the Form I1A-IN,

ATl trget analytes for this SDG are n‘n(‘)nit(}ﬁ:d and reported on Form NRB-IN for the
CROQL Check (CRI) standards, although seven clements (Al Ba, Ca, Fe, My, Ng, and K)
do NOL require monitoring.

Dua 10 limitations in the reporting soflware used for this SDG, a separate Form XUT-INis
mcludul fior the unalytes Boron and Sificon.

1]




Deviations from (umrucl
Nonc other than those described in the Modified Anal\,ms and- those prcscnbcd by Mr.
Remaley. .

" End of SDG Narrative. : e

© Leertify that this datn package is in compliance with the ters. and conditions of the conlnct
both technically and for completeness, for other than the conditions, detailed above, Releasc off

i the data contained in this hardeopy data package has bu.n aulhnn/cd by the Laboratory Mamgur -
or hig desigiee, as verified by the lollowing signaure. T -

7‘?’ £ 2 L ;’ 07/15/2004 ,

A Ryan Monmlb'mo Date
Supervisar, Inorganic Llhm.noncs

{
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